MISSOURI DEPARTMENT OF HEALTH AND SENTOR SERVICES
STATE PUBLIC HEALTH LABORATORY [

BREATH ALCOHOL PROGRAM

RECEIVED ]
INTOX EC/IR IXI MAINTENANCE REEPORT

By Carol Day at 1:06 pm, Oct 16, 2014

T Y

Complete this report at the time of Ehe regular monthly preventive maintenance check {not to exceed 35
days). Complete this report whenever the instrument is serviced or repaired and whenever it is placed
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

INTOX EC/IR XI SN NAME OF AGENCY DATE OF INSPECTION
12819 WAYNESVILLE POLICE DEPT 16/15/2014
LOCATICN OF INSTRUMENT {STREET AND CITY} TIME OF INSPECTION
201 NORTH STREET WAYNESVILLE 18:04 CDT

CHECKLIST: Place a mark in the box by each item if found Lo be satisfactory or ig opserating within
established iimits. {Write in observed values where determined}. Unmarked items must be corrected
before using instrument.

EEDIAGNOSTIC RECORD

LZ']BLANK CHECK E]coz CHECK
Ex_]Fc 1 TEMP mFLOW CHECK
SRC TEME mFCB CHECK
mDET TEMP [Z]CRC COMP CHECK
EBT TEMP ECRC CAL CHECK
ms'ro 2 TEMP EPRIN‘P TEST

E]ETH CHECK

BREATH ANALYZER ACCURACY STANDARDS

ESIMULATOR SOLUTION DCOMPRESSED ETHANOL-GAS MIXTURE
ESTANDARD SUPPLIER Repco Marketing In LOT# 13002 EXP. DATE 0671972015
SIMULATOR TEMP {34°C +0,2°C) SIMULATOR §/N SIMULATOR EXP DATE
349C +/- .20 8D2283 02/01/2015

[EJCALIBRATION CHECK - (ORLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT}
Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution being
used. ({PRINTOUT ATTACHED}
0.10% STANDARD - MUST READ BETWEEN 0.09%% AND 0.105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST I ‘¥ 0.09% g/210L TEST 2 ++ 0.099 g/210L TEST 3 ~ 0.099 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 0-.04 &
[ LIST ANY NEW PARTE AND DESCRIBE ANY ALTE

SNPISFACTORILY AND WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSARY).

INSPECTING OFFICER = = = .o - (.

MELR, JOHN

EXPTRATICH DATE TELEFHORE NUMBER
07/30/2016 {573 ) 774-2414

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast Pistrict Office, 2875 James Blvd, Poplar Bluff, MO 63901

M0 580-2898 All EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 163
services provided on a nondiscriminatory basis



REPCO MARRETING INC. : o
' 2101928 STONVEROOK DRIVE

., < RALEIGH, NC. 27604
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CERTIFICATE OF ANALYSIS

MANUFACTURERAND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 13002
EXPIRATTION DATE: June 19, 2015 5t 11:59 pam.

RepCo Mar'keing, Inc. cerfifies the following: ‘
RepCo Markebng, Too. manufactnred, tested and supplied Lot Number _ _
-13002  of Alcohol Certified Solution for simulators. Random samples of said Iot -

number were analyzel by an independent Iaboratory uiilizing a gas chromatograph
gras/dl +-003 gms/dl wi/vol ethanol (95%

and found to contam 1217 -

Canfidence).
| The alcohel and distilled water used in the solution were found fo be free of
any inferferring substmes. -

: This solution. will prodnce a vapor aleohol value of _ 180 +-3% gms/Z‘IOI;
Breath when. hieated B 34 Degrees Célsius +/-0.2 Degrees Celsius in a simulator

. (95% Confidence).
The date of manufature for this lof mumiber is Tmne ﬁﬂq 2013
The expiration date forthis Iof numberis - June 19, 2815 at
1159 pm,
This doctment & aﬁggz represenigiion of the-original Ceriificate of Analysis.

( i g < - L
Cecil B. Garmer, President
RepCo Markefing, Tnc.
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This is to certify that the Simulator listed below has been examined and
tested using standards traceable to the National Institute of Standards and
Technology in accordance to the standards set by Missouri Department of

Health and Senior Services Rules and Regulations 19CSR 25-30

Checked: 2/10/2014 Fxpires: 02/10/2015
Digital Therm. SN:094948 Ternp:33.96 g—“q,
MSC Tech:DRL i %

Agency: Waynesville PD | S afery Conter
5D2283 |

A

Tested By: b/jw oene S/ 2
e

Date:
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